ABSTRACT
INTRODUCTION

Background of the Study
Chest radiography is the most common examination used as one of the initial steps to diagnose pulmonary disease including respiratory infections [1] . Approximately 25% of all x-ray examinations performed accounts for Chest radiography [2] . Reports revealed that exposure to ionizing radiation increases the risks of some cancers at organ dose range of approximately 50-100 mSv [3, 4] . The role of chest radiography has gained increased importance in trauma cases, routine check-ups, disease conditions and metastatic problems. The rationale behind this study is that many faulty diagnoses by chest radiography may be associated with inappropriate radiological techniques and application. The improvement of imaging quality of chest radiography benefits not only the patients infected by disease but also those suffering from various pulmonary diseases. In terms of detection and treatment of pulmonary diseases, poor imaging quality may be more harmful to patients than having the patients not diagnosed through x-ray procedures. Chest radiograph with poor image quality can cause misdiagnoses or require repeated examinations, wasting economic resources and exposing patients to unnecessary radiation. Conversely, providing high quality image of chest radiograph benefits anyone who will be examined by x-ray, and the precise control of these x-ray images is an important task for the radiographers.
Quality assurance (QA) refers to the planned and systematic activities implemented in a quality system so that quality requirements for a product or service will be fulfilled [5] . It is the systematic measurement comparison with a standard, monitoring of processes and an associated feedback loop that confers error prevention. Quality assurance in chest radiography is a system designed to continuously improve the quality of chest radiographs at a health facility, and it can be achieved through organized efforts by all staff members involved in taking or reading the chest radiograph. It comprises quality control, quality assessment, and quality improvement [6] . Quality control includes all quality control efforts routinely performed by staff at each health facility such as regular maintenance or checking of x-ray equipment, accessory devices, chemicals and consumables.
MATERIALS AND METHODS
A retrospective descriptive study design was used for the study. A secondary data source was adopted which was recorded using data capture sheet. The data were obtained from the archives of Radiology department of Usmanu Danfodiyo University Teaching Hospital (UDUTH) and were selected based on convenience. The data were obtained by examining the patients' chest radiographs. Seven hundred and ninety four (794) radiographs of patients that underwent chest radiography from January 2017 to May 2018 at UDUTH were collected. The radiographs assessed were of examinations performed in the erect postero-anterior position and x-ray machine used for the examinations was GE MEDICAL SYSTEM (Model: MS-18S).
A convenient sampling technique was used for the study with Taro Yamane's formula used for sample size determination which was 266. Postero-anterior chest radiographs of adults were included [7] . All other projections of adult and paediatric cases were excluded. Data was collected via patients' chest radiographs and information like sex and age were recorded.
Standard criteria according to the committee of European commission was used to assess the radiographs [8] .
Data was analysed using descriptive statistics mainly percentages and the data were presented using Tables, bar and pie charts.
RESULTS
A total of 266 chest radiographs were assessed out of which 147 were for male patients (55.3%) while 119 were for female patients (44.7%). This information is captured in Table 3 .1. Age distribution of patients as shown in Table 3 .2 revealed the age range of patients that participated in the study with age range of 20-35 having the highest participation with 107 radiographs (40.23%) while age range of 66-80 had the lowest participation with 12 radiographs (4.51%). Finally, information on criteria met by radiographs as a measure of quality are highlighted in Table 3 .5. Only 41 radiographs representing 15.41% met all criteria according to European guidelines on quality of chest radiographs while the remaining 84.59% did not. This is demonstrated in Fig. 3 .2. 
DISCUSSION
This study has assessed the quality of posteroanterior chest radiographs using the radiographs of patients obtained from the archive of the department of diagnostic radiology, UDUTHS.
The assessment was made with 12 criteria for assessing the quality of chest radiographs according to committee of European commission (CEC) guidelines [9] .
The male patients appeared to be in larger number than female patients during the time of the study. All the chest radiographs used in this work consists of patients whose age ranges from 20 years to 80 years.
Findings from this study revealed that the major cause of poor quality radiographs was inadequate collimation which was seen in 41.35% of radiographs. This is in agreement with similar studies conducted by Okeji et al. [8] .
The purpose of collimation is to protect the patient from unnecessary radiation by limiting the beam field to the anatomy of interest thereby reducing the volume of tissue irradiated. Poor collimation increases the radiation dose to the patients evoking possibility of stochastic effects of radiation. Poor collimation here can be attributed to radiographers not paying due attention to radiation protection probably to avoid repeats in case of cut-off. It could also be as a result of inexperience on the part of some of the interns in the department.
Another major cause of poor quality identified was inadequate throw-off of the scapulae seen in 92 radiographs (34.59%). This is in agreement with a study conducted by Okeji et al. (37.5%). It is important for the scapulae to be thrown-off the lungs field for a good quality chest radiograph to be achieved. It was found that the radiographers found it difficult to rotate the shoulders of sick elderly patients. Another cause of poor throw-off of the scapulae could be attributed to lack of proper instructions given to patients as well as patients shifting in between positioning and exposure. It could also be attributed to the nature of the patient particularly obese patients. 
CONCLUSION
The most common fault affecting the radiographs studied was inadequate collimation with majority of radiographs having either silver lining in less than 3 edges of the radiographs or excessive exposure of the abdomen indicating poor radiation protection. It can be deduced from this study that the skills of the radiographer as well as state of the equipment affects the quality of chest radiographs. It was found that in some instances due to economic considerations, chest radiographs that were sub-standard were accepted in the department. There should be efforts by radiographers to adhere to international standards as outlined in the European guidelines. This would avail the physicians of chest radiographs of good diagnostic quality, save costs incurred by the department and more importantly prevent unnecessary radiation to patients.
Conclusion is lengthy and contains unnecessary information. Kindly review.
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